[Transient characteristics of potentiometric systems].
Transient responses of flow-type ion-selective electrodes (ISE) with membranes of different shape and divers caps for flat membranes are studied. The stream of samples is shown to influence the response time of flow-type ISEs. The optimum structure of ISE-based meters is proposed.